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Abstract—Continued developments of sensor technology
including hardware miniaturization and increased sensitivity
have enabled the development of less intrusive methods to
monitor physiological parameters during daily life. In this work,
we present methods to recover cardiac and respiratory
parameters using accelerometer and gyroscope sensors on the
wrist. We demonstrate accurate measurements in a controlled
laboratory study where participants (n = 12) held three different
positions (standing up, sitting down and lying down) under
relaxed and aroused conditions. In particular, we show it is
possible to achieve a mean absolute error of 1.27 beats per
minute (STD: 3.37) for heart rate and 0.38 breaths per minute
(STD: 1.19) for breathing rate when comparing performance
with FDA-cleared sensors. Furthermore, we show comparable
performance with a state-of-the-art wrist-worn heart rate
monitor, and when monitoring heart rate of three individuals
during two consecutive nights of in-situ sleep measurements.
Keywords—accelerometer; gyroscope; smartwatch; wrist;
ballistocardiography; photoplethysmography; sleep monitoring

I. INTRODUCTION
Continuous measurement of physiological parameters
during daily life has much potential for advancing health
informatics [21][23]. For instance, physiological parameters
such as resting heart rate have been associated with risk factors
of cardiovascular disease [5]. Furthermore, home telehealth
approaches have been shown to reduce the number of hospital
admissions and number of bed days of care [10]. However, the
current gold standard approach for measuring heart rate
(electrocardiogram) requires sticky gels and uncomfortable
electrodes attached to the skin. Furthermore, cumbersome
electronics and the requirement of maintenance (e.g.,
recharging batteries, replacing electrodes) prevent many people
from regularly measuring their vital signs.
During recent years, researchers have been actively
working on the development of less intrusive physiological
sensors and the creation of wearable devices for daily life
monitoring. Among the different form-factors, an ongoing
trend is the development of wrist-worn devices (e.g., Empatica,
MyBasis, Mio Alpha) that can monitor vital signs by nonintrusive methods such as photoplethysmography (PPG) [2].
Being able to measure vital signs from the wrist presents
several benefits for daily life monitoring as the sensors are
always in close contact with the person and can be easily
accessed and concealed. While most of these devices also
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Fig. 1. We present a novel approach for measuring cardiac and respiratory
parameters from wrist motions using a smart watch (Samsung Galaxy Gear),
even when the wrist is not held against the chest.

incorporate motion sensors, their readings are mainly used to
recognize activities and detect motion artifacts. As illustrated in
Fig. 1, our work explores the use of motion information on the
wrist in order to derive measures of cardiac and respiratory
activity. In particular we address the following research
questions: How can we use the currently available motion
sensors within wrist-worn wearable devices, namely
accelerometers and gyroscopes, to accurately measure cardiac
and respiratory movements?, How do these results compare to
traditional approaches and state-of-the-art wearable devices?,
Does combining measurements from motion and other
traditional approaches improve performance?, and How well
do the proposed methods perform in a real-life setting to
provide in-situ non-intrusive physiological assessments?
The main contributions of this paper are: 1) methods for
recovering the cardiac and respiratory signals from
accelerometer and gyroscope measurements using a wrist worn
sensor, 2) validation of physiological measurements of heart
rate (HR) and breathing rate (BR) in a controlled laboratory
setting, and 3) preliminary validation of heart-rate estimation in
a real-life sleep setting. In the remainder of the paper we
present the methods and experimental design, perform
qualitative comparisons, and discuss the results.
II. BALLISTOCARDIOGRAPHY
Ballistocardiography (BCG) is a non-invasive physiological
measurement method that has regained attention during recent
years [7]. This approach captures subtle motions of the body

due to shifts in mass of blood as the heart pumps [20] and can
be unobtrusively measured by adding motion sensors to
everyday objects (e.g., weighing scale [11][22], chair [19]) or
by adding devices to the body (e.g., cellphone on the
chest [6][13], ear-worn device [8]). Depending on the location
of the sensors, they can also capture the contraction and
dilation of the lungs during breathing, especially if the sensors
are close to the chest where the motions are usually more
prominent. In a recent study [9], researchers demonstrated that
it’s possible to extract HR and BR using the sensors available
inside a head-mounted wearable device (Google Glass).
Following a similar methodology to the one described in this
paper, we showed that using measurements from the
gyroscopes, accelerometers, and a camera located above the
right eye, one can accurately capture the subtle heart and
respiratory motions of the person wearing the sensors. This
paper takes a similar approach but in a significant and new
direction: measuring HR and BR from accelerometers and
gyroscopes mounted inside a wristband. A wrist-worn device
may be more convenient, comfortable and easier to conceal
than a head-mounted device but it may be more challenging to
extract clean physiological estimates as the wrist is further
from the heart than the head. Also, we expect that the ability to
move the wrist into many more positions relative to the heart
and torso (vs. a limited number of head positions) will make
this recognition more complex.
One of the limitations of measuring cardiorespiratory
motions is that they are very sensitive to motion artifacts.
Therefore, researchers have extensively investigated their
utility in settings where little movement is observed such as
sleep monitoring. In this setting, researchers have developed
sensors to incorporate BCG and respiratory measurements on
the bed post [3] or mattress [4][15][16] and have been able to
accurately extract vital signs such as HR and BR. Furthermore,
this information has been shown to be useful in the detection of
circadian rhythms and sleep patterns [15]. However, most of
the previous approaches require custom-made hardware
devices that require installation and alter the sleeping
environment. In addition, most of the sensors assume that there
is only one person on the bed and that s/he is on a specific
region of the bed where the sensor is located. Finally, none of
these devices can be easily used when the person gets up from
bed. If the same information could be extracted with a device
that the person is already wearing during daily life, such as a
smart watch, the previous limitations could be addressed.
Recent work that partially tackles these problems was
presented by [12], in which they demonstrated that a wristworn accelerometer could capture respiratory movements of
people sleeping whenever the wrist was near the chest (around
44% of the time). The results presented in this work include
BR estimation from accelerometer data when the participant is
lying down as well as standing up and sitting down, without the
wrist being held near the chest. Furthermore, we also develop a
method for providing HR estimation, for which motions are
more subtle and occur at higher frequencies than the respiratory
motions. We also supplement the accelerometer with other
sensors (e.g., gyroscope and blood volume pulse), and compare
HR estimation results during real-life sleep of three participants
when they were relatively still (around 85% of the time).

III. METHODS
A. Measurement of Wrist Motions
A wrist mounted smart watch, Galaxy Gear (by Samsung,
Inc.), containing a 3-axis accelerometer (meters/second2) and
3-axis gyroscope (radians/second) was used for our
experiments. These sensors have a resolution of up to eight
decimal places per reading. A custom data logging application
was developed on Android to continuously record the
measurements at an average sampling rate of 100 Hz. The
recordings were stored on the device and downloaded after
each session.
B. Heart and Breathing Rate Estimation
In order to extract HR and BR from a specific stream of
motion data (e.g., 20 seconds of accelerometer or gyroscope
data, or a combination of data from both sensors), several
processing steps were followed. First, each of the components
(e.g., X, Y, Z axis of the accelerometer) were normalized with
z-scores in order to give them the same relevance. Then, given
a certain modality (e.g., accelerometer, gyroscope or a
combination of sensors) we recovered the pulse and respiratory
waves from which heart rate and breathing rate could be easily
calculated.
To estimate the pulse wave, we first applied an averaging
filter and subtracted it from each of the components. The
window duration of the filter was empirically set to 1/7th of a
second which effectively removed signal shifts and trends due
to body motion while preserving BCG information. Then, a
band-pass Butterworth filter of order two, with high and low
cut-off frequencies of 4 and 11 Hz respectively, was applied to
isolate the BCG changes. The different components of each
sensor were then aggregated with a square root of the
summation of the squared components to make the estimations
robust to different body postures. Finally, a band-pass
Butterworth filter of order two with cut-off frequencies of 0.66
and 2.5 Hz (corresponding to 40 and 150 beats per minute) was
applied to obtain the final pulse wave. These parameters
encompass a range of heart rates that might reasonably be
expected in daily life.
To estimate the respiratory wave, we first applied an
averaging filter to each of the components independently. The
size of the window was set to be the duration of a respiration
cycle at a pre-defined maximum breathing rate of 40 breaths
per minute, which enables removing the higher frequency
cardiac motions. We then selected the component with the
most periodic signal to become the final respiratory wave. In
this case, the periodicity level was defined as the maximum
amplitude observed within 0.13 and 0.66 Hz in the frequency
domain (corresponding to 8 and 40 breaths per minute,
respectively).
After extracting the pulse and respiratory waves, HR and
BR were estimated in the frequency domain. In particular, we
extracted the frequency response with the Fast Fourier
Transform and identified the frequency with the highest
amplitude response. The frequency bands used for the pulse
and breathing rate calculations were the same as those used
when estimating the pulse and respiratory waves (i.e., [0.66-

Fig. 3. Setup for the validation data collection. One minute recordings were
taken with the participant in three positions: 1) sitting, 2) standing, and
3) lying down. The recordings were repeated once after resting and once
after one minute of exercise. The Galaxy Gear was worn on the left wrist.

Fig. 4. Setup for the data collection during the sleep experiment. ECG
electrodes were attached to the skin near the heart and on the abdomen. The
Galaxy Gear was worn on the left wrist.

Fig. 2. Example of pulse and respiratory wave estimation from both
accelerometer and gyroscope readings of a participant while standing up.

2.5] Hz for heart rate and [0.13-0.66] Hz for breathing rate).
The final estimated HR and BR corresponded to the maximum
frequency multiplied by 60 beats-per-minute and 60 breathsper-minute, respectively. Fig. 2 shows a representative example
of pulse and respiratory wave estimation from accelerometer
and gyroscope data of a participant while standing up.
The previous methods and parameters were motivated by
the ones described in previous work [9]. However, the methods
presented in this work require fewer processing steps and lower
computational cost (e.g., lower filter orders and no need for
Principal Component Analysis). While we can develop more
sophisticated methods, we focused here on low computational
complexity methods for low power and real-time processing.
C. Gold-Standard Measurement
In order to compare the wrist motion measurements with a
gold standard, ECG recordings were captured with a chestworn Alive Technologies sensor at a sampling rate of 300 Hz.
The device used a 1-lead ECG: the positive lead was connected
to the left hand side of the chest and the negative lead to the
abdomen. Conductive gel was used to improve the signal
quality. In order to estimate heart rate from ECG
measurements, we used the peak detector described in [17].
The detected peaks were visually verified in order to ensure a
fair comparison with the measurements from the wrist worn
sensors. Heart rate was then computed as 60/(average distance
between peaks).
In order to also provide a baseline comparison with a stateof-the-art wrist-worn wearable PPG device, blood volume
pulse (BVP) measurements were captured with the Empatica
E3 sensor (www.empatica.com) at a sampling rate of 64 Hz.
The E3 sensor measures the BVP using a customized dual-

color LED based PPG signal from the wrist. The PPG sensor
was on the outer side of the wrist of the same arm used for the
smart watch (see Fig. 3 for placement of the sensors). In order
to remove spurious peaks, raw readings which an absolute
value above 200 were set to zero. HR from the BVP was
estimated in the frequency domain as described in the previous
section.
In order to provide ground truth respiration, we used the
FlexComp Infiniti chest belt (Thought Technologies, Inc.)
which captured information at a sampling rate of 256 Hz. BR
from the Infiniti was estimated in the frequency domain as
performed with the motion data.
D. Combination of Sensors
For part of the analysis we considered combining different
sensor modalities. In order to combine motion modalities
(i.e., accelerometer and gyroscope), we time-aligned all the
components and used them as input to the algorithms described
above. In order to combine the BVP with the motion-based
modalities, we performed a weighted combination of the HR
estimates obtained by the two types of sensors. The weights
were set to be the normalized absolute magnitudes of the
frequencies associated with their HR estimations. For instance,
if the maximum frequency response when combining motionbased sensors was 1 Hz (60 beats per minute) with a magnitude
of 0.5 dB and the maximum frequency response when using
the E3 was 1.5 Hz (90 beats per minute) with a magnitude of
1 dB, the resulting estimation was 1.33 Hz, corresponding to
80 beats per minute.
IV. EXPERIMENTS
In order to explore the feasibility of extracting
physiological parameters from wrist motions, we performed
two validation studies. The first study was in a laboratory
setting, and the second was during natural sleep at the
participants’ homes. Both studies were approved by the
Institutional Review Board of the Massachusetts Institute of
Technology.

TABLE I. HEART RATE ESTIMATION (N: 594)

TABLE III. ME OF HEART RATE (N: 594)

Sensor

ME

STD

RMSE

CC

Sensor

Sitting

Standing

Supine

Gyroscope
Accelerometer
E3 BVP
Gyro.+Accel.
Gyro.+Accel.+E3
Gyroscope+E3
Accelerometer+E3

2.01
1.39
0.95
1.27
0.88
1.17
0.92

5.89
3.85
2.74
3.37
1.85
2.77
2.05

6.22
4.09
2.90
3.60
2.04
3.00
2.24

0.91
0.96
0.98
0.97
0.99
0.98
0.99

Gyroscope
Accelerometer
E3 BVP
Gyro.+Accel.
Gyro.+Accel.+E3
Gyroscope+E3
Accelerometer+E3

2.97
1.91
0.78
1.59
0.88
1.33
0.99

2.04
1.12
1.30
1.10
0.93
1.39
0.92

1.01
1.14
0.77
1.11
0.83
0.80
0.83

TABLE II. BREATHING RATE ESTIMATION (N: 648)
Sensor
Gyroscope
Accelerometer
Gyro.+Accel.

ME

STD

RMSE

CC

0.38
0.97
0.55

1.19
2.20
1.80

1.25
2.40
1.88

0.95
0.82
0.90

ME = Mean absolute error (beats/breaths per minute),
STD = Standard deviation of the absolute error, RMSE = Root mean squared error,
CC = Pearson’s correlation coefficient (p < 0.001 for all correlations)

A. Laboratory Setting
Our first experiment featured 12 participants of both
genders (6 females) and different ages (22-34) with no known
cardiac or respiratory abnormalities. Fig. 3 shows the setup
used to record the data. Since BCG measurements are affected
by the position of the body [1] we considered three different
body postures: sitting down, standing up and lying down. Two
recordings for each position were taken. The first recording
was taken at rest and the second one taken after one minute of
exercise, thus increasing the dynamic range of physiological
parameters. For the exercise activity the participants pedaled
for one-minute on a static bike. This experiment resulted in six
one-minute recordings per individual (72 recordings in total for
72 minutes of data per sensor). The experiment lasted around
25 minutes per participant and participants were compensated
with a $5 Amazon gift card.
B. In-situ Sleep Measurement
A second experiment was performed with three participants
(ages 27, 28 and 30) wearing sensors during real nights of
sleep. The participants were recorded for around 6 hours during
each of two nights of sleep. ECG gold standard and wrist
measurements (E3 and smart watch) were time aligned by
starting the recordings simultaneously (see Fig. 4 for the setup).
For this part of the analysis, only HR estimation was
considered as we did not want to alter the sleeping environment
with the wired respiration chest belt. Moreover, in order to
minimize the effect of having novel wristband devices or ECG
electrodes, participants slept with all the sensors during two
days before the recordings took place.
V. RESULTS
A. Laboratory Setting
The validation experiment yielded six one-minute sessions
for 12 participants, two sessions in each position (sitting down,
standing up and lying down). However, the E3 data of one
participant was corrupted for several parts of the experiment
due to a loose sensor. The data for that one session was

TABLE IV. ME OF BREATHING RATE (N: 648)
Sensor
Gyroscope
Accelerometer
Gyro.+Accel.

Sitting

Standing

Supine

0.22
0.41
0.22

0.72
1.97
1.24

0.19
0.54
0.19

excluded for the HR analysis. To evaluate the performance, we
divided each of the one-minute sessions into twenty-second
segments with a 75% overlap (n = 594 and n = 648 samples for
HR and BR, respectively). The average HR of the segments
was 76.70 beats per minute with a standard deviation of 14.26
(minimum of 49 and maximum of 130), and the average BR
was 16.63 breaths per minute with a standard deviation of 4.02
(minimum of 7 and maximum of 26).
Comparison across Sensors: We compare the
performance of our approach using each of the sensor
modalities alone (i.e., accelerometer, gyroscope and BVP from
the wrist) as well as the different combinations.
Table I shows the mean absolute error, standard deviation,
mean squared error and correlations for each case when
estimating the heart rate. As can be seen, the accelerometer
sensor alone achieved a mean absolute error of 1.39 beats per
minute, outperforming the gyroscope sensor (ME: 2.01)
significantly (Two-sample t-Test, p: 0.032). The combination
of both sensors slightly outperformed the accelerometer
(p: 0.576), achieving a mean absolute error of 1.27 beats per
minute. These results demonstrate that both gyroscope and
accelerometer
contain
relevant
ballistocardiographic
information and that our proposed methods can isolate them
with high precision during relatively stationary postures, even
when the hand was not near the chest. When comparing these
sensors with the E3 sensor, the results are slightly worse than
the E3 (ME: 0.95) but not significantly (p: 0.071). The
combination of all sensors significantly outperformed the
motion-based sensors (ME: 0.88; p < 0.004), highlighting that
both motion-based sensors and BVP provide complementary
information for the estimation of HR. While the combination of
all sensors was better than when only using the E3 sensor, the
difference was not significant (p: 0.610). The mean absolute
error obtained for the excluded participant was 2.12 beats per
minute when combining accelerometer and gyroscope and
11.90 beats per minute when using the too-loosely placed E3.
Indeed, the fact we were not able to use the E3 sensor due to it
being too loose to read the BVP highlights an important
advantage of the motion-based measurements. That is, sensors
that rely on motion-based estimations (e.g., smart watch in our
study) do not need to be tight so long there is a contact point
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Fig. 5. Bland-Altman plots for heart (left) and breathing rates (right) using the best combination of motion sensors for each case. The graphs show the
agreement of 594 pairs (left) and 648 pairs (right) of measurements. Data from different participants are represented with dots of different colors. Mean
error is depicted with slashed red and 95% limits are depicted with slashed green lines. (HR: Heart Rate, BR: Breathing Rate).

with the body (e.g., band, clock). In contrast, BVP monitors
that use traditional LED light sources need to be in close
contact with the skin to provide accurate ratings. Fig. 5 (left)
shows a Bland-Altman plot with the heart rate measurements
from the combination of the gyroscope and accelerometer for
the 594 pairs of measurements. The data from the different
participants are shown in different colors. The mean error was
-0.18 with 95% limits of agreement –7.23 to 6.86 beats per
minute.
Table II shows the different results when estimating
breathing rate with the accelerometer, gyroscope and in
combination. While both sensors yielded accurate results (less
than 1 breath per minute error), breathing rates were
significantly more accurate (p < 0.001) with the gyroscope
(ME: 0.38) than the accelerometer (M: 0.97) probably due to
the rotational motion of the arms when contracting and dilating
the chest during breathing. In this case, the combination of both
sensors (ME: 0.55) did not yield better results than the
gyroscope alone, which may be due to a combination of several
factors. For instance, the gyroscope measurements are already
very accurate making it difficult to improve performance.
Moreover, the algorithm to extract the respiratory wave selects
the component with the most periodic signal, which does not
always benefit from adding extra signals. Note that our
respiration estimates were not compared with the E3 or any
other wrist-worn wearable sensor as there are not, to the best of
our knowledge, sensors offering breathing rate estimation from
the wrist. Fig. 5 (right) shows a Bland-Altman plot with the
breathing rate measurements from the gyroscope for the 648
pairs of measurements. In this case, the mean error was 0.15
with 95% limits of agreement -2.28 to 2.58 breaths per minute.
Impact of Body Postures: Since BCG measurements are
influenced by posture, we compared the performance of our
methods during three different postures: sitting down, standing
up and lying down. Table III shows the mean absolute error for
all the different sensors when estimating HR. As shown in
previous studies [1][8][9] sitting was the most challenging
posture to obtain clean BCG information. The estimations of
HR while sitting were slightly worse (ME: 1.59 beats per
minute when combining accelerometer and gyroscope
readings) than the estimations obtained during different body

postures (p: 0.102). When combining the different motionbased modalities, both standing and lying down yielded similar
performance (ME: 1.10 and ME: 1.11, respectively). The
performance pattern was not the same when estimating HR
from BVP, in which standing yielded significantly worse
performance (ME: 1.30 breaths per minute, p < 0.027) than the
other postures (ME: 0.78 and 0.77 beats per minute for supine
and standing). Partly due to this difference in performance
across body postures and modalities, combining the three
sensors outperformed each of the modalities alone.
Interestingly, the combination of accelerometer and BVP
slightly outperformed (p<0.316) any other combination for the
standing position, yielding a mean absolute error of 0.92 beats
per minute.
Table IV shows the mean absolute error for all the motionbased modalities when estimating BR. In this case, the position
with worst performance was standing. This result is also in
accordance with previous findings [9]. As can be seen, the
gyroscope is significantly better than the accelerometer for all
the postures (p < 0.031), which can help explain why the
combination of the two sensors did not improve overall
performance.
Sampling Rates: In this study we collected accelerometer
and gyroscope data at a sampling rate of 100 Hz. However,
when for long-periods of time (e.g., days or months) the
amount of stored data can quickly increase exceeding the
currently available storage space of existing wearable devices.
For instance, the sensor we used in our study (Samsung Galaxy
Gear) has a storage memory of 4 GB, which could potentially
store the equivalent of approximately 6.4 days of continuous
monitoring with a sampling rate of 100 Hz. In order to assess
whether we can reduce the sampling rate and still obtain
reliable results, we undersampled the recorded data and recomputed the results. Fig. 6 shows the mean absolute error for
heart (top graph) and breathing rate (bottom graph) estimation
using gyroscope, accelerometer and their combination at
different sampling rates (from 5 Hz to 50 Hz). As can be seen,
similar performance to the one reported in the previous sections
can be achieved with a sampling rate of only 20 Hz. This is
partly to be expected as our methods monitor movements well
under the frequency of 11 Hz. Sampling data at 20 Hz instead

TABLE V. HEART RATE ESTIMATION DURING SLEEP (N: 95,510)
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ME

STD

RMSE
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Gyroscope
Accelerometer
E3 BVP
Gyro.+Accel.
Gyro.+Accel.+E3
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1.02
1.45
1.08
0.95

3.96
5.30
3.10
3.48

4.08
5.79
3.28
3.61

0.93
0.88
0.96
0.95

0.81
0.83
0.97

2.37
2.44
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2.57
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0.97
0.97
0.96

ME = Mean absolute error (beats per minute),
STD = Standard deviation of the absolute error, RMSE = Root mean squared error,
CC = Pearson’s correlation coefficient (p < 0.001 for all correlations)
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Fig. 6. Mean absolute error for heart rate (top) and breathing rate
estimation (bottom) when considering different sampling rates.

of 100 Hz enables storage of 5 times more data than before
(i.e., 32 days of continuous monitoring). Due to the change of
sampling rate, the battery life is also extended. For instance,
while the Gear’s battery life lasted for around 6 hours when
recording both accelerometer and gyroscope at a sampling rate
of 100 Hz, the battery lasted for around 9 hours at a sampling
rate of 20 Hz. Note, however, that while 20 Hz seems enough
to gather accurate estimations of heart and breathing rates,
higher sampling rates may be recommended for the analysis
and estimation of other physiological measures such as heart
rate variability [14], which requires very precise temporal
resolution of peaks (not addressed in this work).
B. In-situ Sleep Measurement
In order to preliminary evaluate our findings in a real-life
scenario we analyzed sensor data of two consecutive nights of
sleep of three participants who voluntarily agreed to be
recorded. All the sensors were switched on right before the
participant went to bed for the night. To increase the likelihood
that all participants were sleeping, we excluded the first hour of
recorded data, yielding a total of 31.57 hours of sleep data.
Comparison across Sensors: For the analysis we
segmented the sleep measurements into 20-second segments
with 95% overlap and used the same algorithms to estimate HR
for each segment independently. Since cardiorespiratory
movements can be easily occluded by large body motions, we
implemented a noise removal rule to exclude some of the
segments. In particular, we computed the first derivative of the
raw accelerometer data, aggregated the squared components
with a square root summation, and excluded the segments that

went above a certain threshold. This threshold was empirically
set to 0.15 for part of the analysis, which was the maximum
value observed during the validation study. After excluding
segments with large motions, we were able to preserve around
85.87% of the recordings (yielding n = 97,510 samples,
corresponding to 26.94 hours of in-situ sleep measurements).
Table V shows the performance metrics obtained with the
different motion-based sensors, the E3’s BVP, and the different
combinations. As can be seen, the mean absolute errors are
comparable to the results shown on Table III for the supine
position. Thus, preliminary findings from wearing the sensor
for sleeping at home matched the quality obtained from the
laboratory environment. Similarly, the gyroscope (ME: 1.02)
yielded significantly better performance than the accelerometer
alone (ME: 1.45; Permutation-Test, p<0.001), and their
combination outperformed each individually (ME: 0.95,
p<0.001). Furthermore, the combination of all the sensors
yielded significantly better performance (ME: 0.81, p<0.001)
than E3’s BVP or motion-based sensors separately, providing
further support that light-based and motion-based sensors
contain complementary information.
Fig. 7 shows a representative example of one night of sleep
for one of the participants. The top graph shows the goldstandard heart rate (obtained with the Alive sensor) and the
heart rate estimation obtained when combining motion-based
sensors. Due to the overlap during the segmentation, HR at
each point was computed as the average of HRs obtained from
each of the segments that contained that data point. As can be
seen, both estimates are closely aligned for the whole duration
of the recording. Red areas on the top graph indicate the
sections that were excluded for the analysis due to excessive
motion artifacts (threshold 0.15). For most of these areas, the
effect of motion artifacts can be seen as abrupt sporadic
changes of HR estimates. Note, however, that when analyzing
signals over a long period of time, these sporadic peaks can be
easily removed by encoding contextual rules that enforce
smoothness of the changes. Nevertheless, for the purpose of
this study, we wanted to avoid adding additional layers of
complexity and enable a fair comparison across sensors. Raw
accelerometer and gyroscope readings are shown on the middle
and bottom graphs, respectively. These graphs illustrate that
the gyroscope is less affected by motion than the
accelerometer, which may be one reason why it, when used
solo, outperforms the accelerometer.
Artifacts: During the previous analysis we excluded
segments that contained motion artifacts above a pre-defined

Fig. 7. Representative example of heart estimation with motion-based sensors on the wrist (dashed-green) and chest ECG electrodes (blue) during one night of
sleep. Raw accelerometer (middle) and gyroscope (bottom) readings. Red areas in the top graph indicate regions with excessive accelerometer motion.
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Fig. 8. (Left) Amount of excluded segments for different artifact thresholds. (Right) Mean absolute error (beats per minute) for different combinations of sensors.

threshold based on our validation study, which enabled us to
estimate heart rate for around 86% of the data. In order to
assess the impact of this parameter on performance, we
computed the mean absolute error for different artifact
thresholds. Fig. 8 shows the amount of excluded information
for different thresholds (left) and performance for different
combinations of sensors (right). As expected, using smaller
thresholds to remove motion artifacts yields better performance
but also limits the amount of data that we could analyze. For
instance, when using a threshold of 0.05, we can obtain a mean
absolute error of 0.67 beats per minute when using the
combination of all the sensors but we can only provide
estimates for around 77% of the data. As can be seen on the
right graph, the gyroscope has more tolerance to artifacts than
the accelerometer and, therefore, shows better performance. On
the other hand, the E3’s BVP sensor seems to degrade more
slowly with the inclusion of larger motion artifacts. The
combination of both motion-based sensors always
outperformed each of the motion sensors alone, and
outperformed the E3 for lower artifact thresholds (smaller than
0.33). Finally, the combination of all modalities always yielded

better performance than the others, irrespective of the artifact
thresholds. Note that the results described in the previous
section correspond to the results obtained when the artifact
threshold is 0.15.
VI. DISCUSSION
Motivated by previous work with head-mounted
sensors [9], this work has proposed low-complexity algorithms
that estimate heart and breathing rates from motion sensors.
These algorithms use traditional signal processing techniques
to ensure minimal processing power in anticipation of
designing a real-time vital signs monitor. The proposed
methods were validated in a laboratory control study with 12
participants, across different body postures and HR and BR
ranges: pre- and post- exercise. Among some of the main
results, we have shown that traditional sensors for BCG such as
accelerometers can sense heart and respiratory activity from the
wrist, a more peripheral location than traditional studied
locations (e.g., on the chest [6][13], ear [8], below the
feet [11][22]) even when the sensor is not in contact with the
chest. This finding has the potential of enhancing the

capabilities of most currently available wrist-worn wearable
devices, which already incorporate motion sensors for the
purpose of artifact detection and behavioral understanding. We
have also found that accelerometers outperformed the
gyroscopes when estimating HR but gyroscopes outperformed
the accelerometers for BR estimation. Furthermore, the
combination of both sensors yielded slightly better
performance for HR estimation. While accelerometers seem to
be one of the preferred choices to sense BCG movements in the
literature (e.g., [6][8][13][18]), gyroscopes have shown
promising results that can complement and outperform
acceleration measurements by capturing rotatory motions and
being less prone to motion artifacts. Both the gyroscope and
the accelerometer have also been compared with a state-of-theart wrist-worn device that measures blood volume pulse from
the wrist for HR estimation. While results from the light-based
BVP measurements were better than from the motion sensors
in the validation study that was not the case for the real-life
sleep setting. Furthermore, the combination of all the sensors
yielded better results. While motion-based BCG measurements
usually contain more noise than light-based PPG
measurements, the recording of BCG requires less energy and
does not need to be tightly attached to the body to provide
accurate readings. We have also provided results across
different sampling rates and discussed their implications in
terms of performance, battery power and storage space which
are critical aspects in the design of wearable devices. Finally,
we have shown preliminary results supporting generalization of
these methods in real-life settings such as home sleep. While
these results are very promising, future efforts need to focus on
collecting information from a larger number of participants,
and from more daily activities to characterize what portion of
different kinds of daytime activities can yield reliable readings.
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VII. CONCLUSIONS
This paper we presented methods for recovering
cardiorespiratory signals from accelerometer and gyroscope
measurements using a wrist-worn sensor, performed validation
of two physiological measurements (HR, BR) in a controlled
laboratory setting, provided preliminary validation of heart rate
estimation from wrist-worn motion sensing in a real-life sleep
setting, and demonstrated improved accuracy when combining
wearable light-based and motion-based sensors. Our findings
are very encouraging and promise to enhance the capabilities
of existing wearables. We hope in the future similar approaches
can be used not only to improve the accuracy of physiological
assessments but also to facilitate low-cost and unobtrusive
measurement of vital signs during daily life.
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